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SUMMARY 

This report discusses the calibration of a shock wave position sensor. The position sensor works by 
using artificial neural networks to map cropped CCD frames of the shadows of the shock wave into the 
value of the shock wave position. This project was done as a tutorial demonstration of method and feasi- 
bility. It used a laboratory shadowgraph, nozzle, and commercial neural network package. The results 
were quite good, indicating that artifici 2 d neural networks can be used efficiently to automate the semi- 
quantitative applications of flow visualization. 


INTRODUCTION 

Aeronautics has always had a need to record and to use flow visualization and other whole field or 
“picture” data. Prelaser sources of flow visualization included schlieren, shadowgraphy, and interferome- 
try. The invention of the laser added holography, fluorescence spectroscopy, and lately particle image 
velocimetry. Utilization improved greatly in the 1980’s with the development and marketing of inexpen- 
sive, powerful PCs and workstations at the low end of computing and supercomputers at the high end. 
Rapid, parallel me 2 isurements of optical interference phase from interferograms are now common. Velo- 
cimetry from double images of moving particles is ajiother example of a whole field method. Beautiful 
visualizations from computed and measured data grace the pages of magazines. Yet these developments 
are not very easy to use for aeronautical tests and experiments, and there is a straightforward reason for 
this defect. 

Most automated recording, processing, and utilization of optical data, and optical image data in par- 
ticular, require heavy intellectualization from start to finish. Electronic interferometry, for example, 
rapidly produces a map of the interference phase from a test object. Nevertheless, every effect on the 
interference phase from source to sensor must be considered. Changes in optical alignment and in the 
optical path have significant effects which are difficult to monitor. The data, once recorded, requires 
possibly complex and lengthy manipulations. These requirements are tolerable in a laboratory or carefully 
designed experiment where conditions can be controlled and time is not of the essence, but are very diffi- 
cult in the field. 

The automated recording and processing of the semiquantitative or “picture” data of classical flow 
visualization is certainly no easier. The applications of image processing require the use of a collection of 
heuristics, ad hoc algorithms, and the like. A task such as traicing out the shape of a flow feature or un- 
wrapping and plotting the phase contours from an interferogram is difficult. 

The growing technology of artificial neural networks offers a possibly more practical alternative, par- 
ticularly for the use of optical data in operations but also for some kinds of data processing. Artificial 
neural networks allow a user of optical technology to create a custom made cedibration between picture 
data and a flow property or control action, for example. The calibration is done by example in a process 
called training. A good choice of training examples may depend on the experience and judgement of the 


user or operations person, but does not require much knowledge of optics or the detailed effects on the 
light rays detected by the sensor array. The process that maps a picture into a property or control action 
is implicit. Detailed knowledge of that process is not necessary and may not even be possible or desirable. 

NASA Lewis Research Center has sufficient faith in the future applications of artificial neural networks 
and related technologies to be testing them on at least four applications: automated alignment of optical 
measurement instrumentation (refs. 1 to 5); processing of optical data (ref. 6); automation of certain opera- 
tions of a supersonic wind tunnel; and control (ref. 7). This faith is based not on any new knowledge, 
since the concepts behind artificial neural networks have been under development since the early 1940’s 
(ref. 8). The allied field of fuzzy sets was introduced in 1965 (ref. 9). Rather we expect a growing selec- 
tion of commercially available software, hardware, and affordable computer technology dedicated to 
neural networks (ref. 4) will make their application more practical and affordable in real situations. 

This paper discusses the results of a mini-project, which was done in the spirit of a tutorial, on picture-to- 
property calibration using neural networks. An input picture for this demonstration is a CCD recording 
of the shadow of a shockwave from a supercritically operated converging nozzle. The output property is 
the shockwave position as defined later. This choice of subject is particularly appropriate considering the 
interest in rapid sensing of shock wave positions (ref. 10). Training and test sets of distinct input-picture, 
output-position combinations were generated by varying the nozzle pressure. There was no effort to con- 
trol the quality of the flow visualization or the properties of the nozzle. The results axe surprisingly good 
and, we hope, demonstrate the potential utility of using neural net calibrations for as-is situations in the 
field. 

The paper begins with a brief discussion of the equipment. That discussion is followed by the calibra- 
tion procedure, results, and conclusions. 


APPARATUS 

The equipment for this demonstration included: a supercritically operated converging nozzle (ref. 11); 
a shadowgraph (ref. 12); a CCD camera (ref. 13); a PC mounted frame grabber board (ref. 14); and a 
graphics workstation (ref. 15) with commercial neural network software (ref. 16). Much of this equipment 
is part of a permanent setup used for another application, and was convenient for this demonstration. A 
real sensor probably would not use a workstation; it might incorporate neural net hardware rather than 
software. 

The nozzle wa.s a 0.25-in. (6.4-mm) o.d. copper tube crimped to a slot orifice which turned out to be 
1.0 by 6.2 mm. A CCD frame of a shadow of the tube and accompanying shock pattern is shown in fig- 
ure 1. The pressure in the tube wcis varied between 65 and 120 psig in order to move the shock pattern 
relative to the nozzle. The location of the shock wave nearest the nozzle varied significantly as the pres- 
sure was changed. The nozzle was not made particularly carefully; it’s only purpose was to effect this 
demonstration. 

A shadowgraph was used for flow visualization. There is a relationship in shadowgraphy between the 
shadow pattern of a shock wave and the location of the shock front. Shock waves are associated with the 
rather broad patterns of dark and bright bands in figure 1. The shock front is identified with the edge of 
a dark shadow. Hence, the edge of the dark shadow nearest the nozzle was defined 2 ls the location of the 
shock front for this demonstration, and only that portion of the shock pattern was used to train the 
neural network. 
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Figure 2 is a schematic of the shadowgraph including the CCD camera that was used to record the 
images. Again no special care was used in constructing the shadowgraph or positioning the camera, and 
diffraction and other artifacts are clearly present in Fig. 1. We simply adjusted the image of the tube’s 
shadow to occupy about 20 percent of the width of the frame. We have also used focusing schlieren cind 
double-exposure holography for this general kind of exercise. The results for these flow visualization meth- 
ods have been acceptable for a wide variety of image qualities. 

The images were acquired by a frame grabber in a PC. The frame grabber stores a 512- by 480-element 
image. The frame grabber and software have image processing capability, and neural network paickages 
can be written or purchased for the PC. Nevertheless, we chose for convenience to send the binary images 
to a graphics workstation to complete the demonstration. The workstation has a V 2 u:iety of image process- 
ing and computational software as well as an easy-to-use, commercial, neural net package. 

Artificial neural networks (networks of parallel and interconnected processing elements) have long been 
extant, but only recently common. One can choose to learn much detail from books and the literature 
(refs. 17 to 19), or little detml by referring only to the manuals supplied with a conunercial package, without 
affecting an application very much. Figure 3 shows a feed-forward network of the general kind used for 
this demonstration. The circles denote nodes and the lines weighted connections. “Feed forward” means 
that a vector of data applied at the input nodes is transmitted forward from left to right through subse- 
quent connections and nodes to the outputs. Effectively, a vector of input information is mapped onto a 
vector of output information. The input and output vectors can have different sizes. 

The key application of the feed-forward network is to learn the function that maps a set of inputs (the 
domain) onto a set of outputs (the range). This function is learned implicitly: a trained network will per- 
form the function, but will not provide an explicit expression for it. A network can learn a general function 
if it has at least one hidden layer of nodes (a layer besides the input and output layers). The application 
is only slightly more complicated if the input-output relationship is stochastic as with real me2U3urements. 
Then the network can be trained to perform about cis well as a Bayes limited classifier (ref. 20). 

The first step in training a neural network is to select a representative training set which is nothing 
more than a table of output vectors versus input vectors. Our input vectors are cropped CCD pictures of 
the shock wave and surrounding region. Our output vectors contain a measurement of the position of the 
shock wave made as described later. 

The second step is to select a test set of input-output vectors. This step is essential, since there is no 
absolute criterion for deciding when a neural network hcis trained adequately. Typically, the difference 
between training outputs and actual outputs is monitored during training. Various ways of monitoring 
this difference are provided by writers of neural network training packages. The operator chooses to ter- 
minate training when the difference is small enough or is not continuing to decrease in the operator’s 
judgement. The test set is then applied, and the operator judges whether the outputs are adequate. 

The third step is to select the neural network architecture. The menu driven, commercial paxrkage used 
for this demonstration contained a variety of architectures and training algorithms. We selected a modified 
feed-forward network. This kind of selection is typical and generally satisfactory, in spite of the variety of 
choices available. Two input formats were tested. One format used a 52- by 55-element cropped CCD pic- 
ture that had been converted from binary to analog. Hence, 2860 input nodes were required. Figure 4 
shows the training inputs, where each frame differs from the previous frame by a 2-psi pressure increment. 
The pressures are in the range from 70 to 114 psig. The frames were subjected to some contrcist enhance- 
ment for the benefit of the reader and the person measuring the location of the shock front. Said enhance- 
ment is not essential for the neural network. The second format was a 5- by 52-element frame chosen to 
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simulate a line detector, and figure 6 shows the training inputs. The line images were selected at the same 
pressures as for the 52- by 55-element case. The frame bottoms are cropped just at the nozzle level. 

Two formats were selected for the output vector which contains a measurement of the position of the 
shock wave. One output format was a six-bit binary number requiring six nodes. The second format was 
an analog number requiring one node. The position was measured where a line parallel to the vertical axis 
intersected the shock front. The line wets chosen near the left edge, but where the curvature of the shock 
front does not change significantly with pressure. The position was defined to be the distance in pixels 
above the nozzle. 

The hidden layer wets chosen to contain six nodes. There is no magic formula for the selection of the 
number of hidden layers or the selection of the number of nodes in a hidden layer. Presently readily avail- 
able technology is well suited to connecting a large number of inputs to relatively few hidden nodes and 
output nodes. The staindard architecture fans out the output of each node into a separate weighted input 
at each node in the subsequent layer. A node then sums its weighted inputs and a bias term; uses the sum 
as the argument of a nonlinear function; and uses the value of the function as the output to be fanned out 
to nodes in the next layer. The output of an output node is, of course, an element of the output vector. 
Our architecture differed from the standard in that the output layer also received inputs from the input 
layer as well as the hidden layer. 

The construction of the neural network sounds complicated, but is accomplished quickly by an operator 
using the menus supplied with the software package used. The training procedure is a little more difficult, 
but can also be accomplished by the operator. Training is effectively the same as instrument calibration. 
This calibration procedure is discussed in the next section. 


CALIBRATION AND TRAINING 

Calibration requires that an instrument output be adjusted to replicate accurately the input-output 
pairs of standards. One also assumes that the instrument will perform accurately at nonst£uidard points 
within the domain and range of calibration. One is also gratified if the instrument can be extrapolated 
somewhat outside the domain and range of caJibration. We seek nothing more than this for the neural net 
shock wave sensor and similar instruments. 

Our objectives are to show: (1) that the neural network can learn the training examples precisely; 

(2) that the neural network can process inputs accurately in the range and domain of the training 
examples; and (3) that the neural network can extrapolate somewhat outside the domain and range of 
training. 

One training set consisted of the 23 pictures of shock waves shown in figure 4 and the corresponding 
shock wave position measurements. The position or distance above the nozzle was measured at only one 
point on the shock front for eax:h picture. A more detailed study would have measured the shock position 
at several points on the shock front or provided the coefficients of a curve fit of the shock front. The pres- 
sure in figure 4 increases from the upper left to the lower right. 

The me 2 isurement point was defined only approximately for the frames of figure 4. There is a relatively 
flat portion of the shock front near the left edge of each frame. The meeisurement of the distance of this 
region above the nozzle was accomplished by cropping the frame a horizontal line at a time until the crop 
line was exactly at the bottom of the dark shadow of the shock wave in this region. The distance of the 


4 


crop line above the bottom of the frame was then read in lines. The separation between lines is about 
50 ^m. The workstation has software that can ecisily be used to perform this kind of measurement. The 
estimated random error was no worse than plus or minus one line. 

Each training picture was converted from binary pixels to ASCII encoded pixels and concatenated with 
a position measurement to form a training record. The distance of the shock position above the nozzle 
varied from 19 to 46 lines as the pressure was varied from 65 to 120 psig. Training was actually accom- 
plished in the range from 70 to 114 psig. We stated in the previous section that two formats were tested 
for the output vector. In one case, a binary number of six bits, translating into six output nodes, was 
used. A distance of 33 lines would then be represented as 1, 0, 0, 0, 0, 1. The second format consisted of 
an analog number. The 23 training records were then concatenated into a training set in a manner pre- 
scribed by the commercial neural network package. 

The second objective, performing interpolation, was tested with a test set. The test set, shown in fig- 
ure 5, looks much like the training set. It corresponds to pressure settings in between the training points, 
and Wcis measured and formatted in exactly the same way as the training set. The test set contains 23 
records. 

Test records were also prepared at 65 and 120 psig to test the third objective: extrapolation. 

Training and test sets of 5- by 55-element inputs were also prepared as stated in the previous section 
(figs. 6 and 7). The objective was to simulate a line detector. The location of the line detector was the 
same for each frame and was located in the measurement region defined above. The shock position was 
remeasured from each line image. The operator claimed that this measurement was harder than with the 
52- by 55-element picture. There was a systematic difference between the position measurements for the 
52- by 55-element and 5- by 55-element frames, particularly at the higher pressures. 

Neural networks were trained with the two input formats and the two output formats for a total of 
four training sessions. Selecting a training algorithm, training schedule, and training criteria is quite dif- 
ferent from choosing the network architecture and training set. The result of training in the limit should 
be the same regardless of the training algorithm as stated in connection with the Bayes theorem in the 
previous section. Training typically is slow. Much research and development in neural networks involves 
finding faster training algorithms. We selected a modified backpropagation algorithm from the menus 
supplied with our package. There is no point in discussing the often ad hoc theories of training: they are 
discussed in the references, and their details, although interesting, complicate our demonstration too 
much. We state only that training involves iterative changes of the network weights until the differences 
between the training outputs and the actual outputs of the network are small enough. The software pack- 
age performs these actions automatically once the training parameters have been chosen. Some trial and 
error may be required to choose the right parameters, and training may take a long time: we used some 
overnight training sessions for this demonstration. Fortunately, PCs and workstations do not complain 
about working conditions. 

The selection of a training error criterion is a little easier to discuss. The outputs of the networks are 
integers: O’s and I’s in the binary case and integers between 19 and 48 (lines) in the analog case. One 
output node is used for each binary digit, and only one output node is used for the analog case. In fact, 
the network requires normalized data either from —1.0 to 1.0 or 0.0 to 1.0, since the nonlinear activation 
function mentioned in the previous section operates between these limits. An activation function between 
0.0 and 1.0 is used for the positive outputs of this demonstration. The decimal point is included not for 
significance, but to indicate that the output will be a decimal number. There may be many significant 
figures. Actually, the data is normalized in the range from 0.2 to 0.8. The reason is that the nonlinear 
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functions do not reach 0.0 and 1.0 until their arguments are at minus or plus infinity. The smaller range 
keeps the weights within attainable values. Normalization and denormalization were performed automati- 
cally by the software package. The outputs of the network are rounded up or rounded down to integers: 
O’s and I’s in the binary case and twin digit integers in the analog case. The software package provides a 
running rms error averaged for the number of nodes and training records. That error should be signifi- 
cantly smaller than 0.4 to reduce the probability of erroneous rounding of a binary digit. We selected a 
value of 0.1 or less. The criterion is more stringent for the analog output. There, the error of the normal- 
ized output (there was only one node) should be less than 0.01. Again, the error is calculated from the 
differences between the normalized training outputs and the actual normalized outputs of the network. 

The results of c£Jibration are shown and discussed in the next section. 


RESULTS AND DISCUSSION 

The results of training and testing are shown in figures 8 to 12. Figures 8 to 11 represent training ses- 
sions which meet the training error criteria discussed in the previous section. For comparison, figure 12 
shows results for a network which was trained for a short time and W 2 is not allowed to meet the training 
error criterion. 

The figures all have the same format. The solid curve shows the manually measured shock front posi- 
tions. The positions are expressed in pixels above the nozzle, where a pixel dimension or vertical line 
spacing is about 50 fim. The horizontal axis actually shows frame labels. Recall that frames were recorded 
in 1-psi increments beginning at a nozzle pressure of 70 psig. The solid points are positions generated by 
the neural network in response to the frame inputs. There are 46 points shown covering the pressure lange 
from 70 to 115 psig. The small points are training points, and the large points in between are test points. 
There are 23 training points and 23 test points. 

Figures 8 and 9 show results for the “picture” trained (52- by 55-element input) binary-out and analog-out 
networks, respectively. Figures 10 and 11 show results for the “line” trained (5- by 52-element input) 
binary-out and analog-out networks, respectively. Figure 12 shows results for the picture trained (52- by 
55-element) analog-out network, after training for a short time. 

The networks used to generate the results for figures 8 to 11 trained perfectly, and the small solid 
points for the training sets lie on the measured line. The large points showing scatter and deviations are 
test points. The line sensor, in general, performs a little better than the picture sensor in spite of the dif- 
ficulties voiced in making the line measurements. The line trained networks need to consider fewer extra- 
neous pixels than the picture trained networks. A large number of extraneous pixels (pixels not located in 
the region being measured) will increase the sensitivity of the sensor to noise. Networks where all the 
input nodes are related to the output nodes have shown excellent noise immunity (ref. 4). 

Direct tests of noise immunity and repeatability were not included in this demonstration. There is 
indirect evidence for lower noise immunity and immunity to extraneous systematic effects than might be 
desired. This evidence includes the scatter of test points located between perfectly learned training points. 

Also, the networks did not learn to extrapolate very well. The picture trained net with analog output 
(fig. 9) hats the best performance. It predicts the correct measured value of 19 pixels at 65 psig, and a 
value of 43 pixels at 120 psig which differs from the measured value by —3 pixels. The picture trained net 
with binary output (fig. 8) has errors of +4 and —9 pixels, respectively, even though it performs better in 
the calibration region. The line trained net with analog output (fig. 11) differed from the measured values 


6 


by +4 pixels at 65 psig and —8 pixels at 120 psig. The line trained net with binary output (fig. 10) had 
the worst extrapolation record overall with errors of +10 and —10 pixels, respectively. 

The measurement and training processes show systematic and anomalous effects. The measured curves 
for the picture sensor and line sensor differ by 2 pixels at the low pressure end and by 4 pixels at the high 
pressure end. Training involves a number of adjustable parameters and requires a certain amount of trial 
and error. The results can vary. The result for the picture trained net with analog output (fig. 9) shows a 
number of test points deviating from the measured curve in an apparently systematic manner. A copy of 
this net was trained again for a very short time, and the result is shown in figure 12. Both the training 
and test points deviate from the measured curve here, but the effects seen in figure 9 are absent. The short- 
time trained net does not extrapolate well at all: it yields values of 26 and 22 pixels at 65 and 120 psig, 
respectively. The nets with binary outputs show a few outlying points. Figure 10 shows a point with a 
particularly large deviation. The binary digits as produced by the net show a certain amount of scatter 
depending on the training error as explained in the previous section. The digits are rounded up to 1 or 
down to 0 for the output. The scatter does not depend on the significance of the digit. The very erroneous 
point in figure 10 contained an error in the fifth bit resulting in a deviation of 16 pixels. 

This demonstration leads to a number of conclusions and suggestions. 


CONCLUDING REMARKS 

Glancing at the input pictures in figure 4 followed by the result of calibration for the shock wave posi- 
tion in figure 8 should make the major point of this paper: artificial neural networks have the potential to 
automate the “semiquantitative” function of flow visualization in aeronautics. 

Weighing everything, the neural networks achieved the calibration objectives stated under CALIBRA- 
TION AND TRAINING. The networks learned the training examples precisely; some of the networks did 
a good job of interpolation; and one network did a fair job of extrapolation. 

Nevertheless, this paper contains by no means a complete or carefully done study. The shock waves 
shown in figure 4 change both shape and position as the pressure is varied. The neural network is receiv- 
ing information about the entire shock wave, yet the position is measured at a single point on the shock 
front. A better study would have used a carefully constructed nozzle and would have measured the geom- 
etry of the entire shock front. That geometry would have been encoded either as position measurements 
or as parameters for a curve fit of the shock wave. 

It is particularly important to test the resistance of the calibration to noise and certain systematic 
effects. Neural networks automatically learn relationships. The great danger is that the neural network 
will learn the wrong relationship. Suppose, for example, that a careless experimenter adjusts his illumina- 
tion in some systematic manner between frames. The experimenter then measures the shock wave position 
in the manner of this demonstration and does a picture to position calibration. It is quite possible that 
the network will learn the correlation between the illumination pattern and the shock position. There is a 
real correlation, since the experimenter changed the illumination pattern and shock position together. 

But, that is not what he wanted the network to learn. 

Training a neural network correctly is similar to teaching a technique to a person: provide consistent, 
correct examples. Neural networks learn what you do and not what you say, unlike expert systems. A 
more correct procedure might be to teach the neural network the mea^surement technique actually used by 
the operator. This technique consisted in moving a line (cropping) until that line coincided with the edge 
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of a shadow (shock front). This procedure involved a sequence of moves determined by human judgement. 
Neural networks or fuzzy control packages are easily taught to perform such sequences as demonstrated 
by the automation of the optical alignment process (ref. 1). However, intelligent sequencers (human or 
machine) are slow, so the calibration method is probably preferable. 

These remarks indicate that the correct way to apply neural networks is to have the job done by an 
expert in the application who knows something about artificial neural networks rather than by an expert 
in neural networks. Experts in neural networks develop hardware, convenient-to-use softweire, faster train- 
ing algorithms, new architectures, the philosophy of neural networks, and the like. 

These remarks and results lead us to the following conclusions and recommendations. This shock wave 
demonstration can serve as guidance to further work on any specific optical system. The calibration pro- 
cedure is best accomplished in the facility where it will be used. Collecting frames of flow visualization 
data is not difficult. Adapting neural network calibrations to these facilities is a matter of on-site time 
and effort. 

Optical instrumentation specialists can make a contribution to the neural network technology. As 
stated in the introduction, we have projects in progress on automated alignment, processing of optical 
data, and wind tunnel operations. There is another important question: are there me 2 isurement processes 
requiring whole field optical detection that are sufficiently adaptable from one facility to another that 
justify the creation of a central calibration development and service effort? Such measurement processes 
probably would use fiber optic imaging. An example would be a probe that recognizes various kinds of 
cracking and takes appropriate action based on the crack type. 
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Figure 1 . — Shadowgraph of shock structure from supercritically operated nozzle as recorded by CCD camera. 
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Rgure 2.— Schematic of shadowgraph used to visualize shock waves and record their shadows. 
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Figure 3. — Standard feedforward neural network; signals proceed 
from inputs at left to outputs at right, and connections are shown 
only to and from one node in hidden layer. 
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55 PIXEL TRAINING SET 
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Figure 4.— Training Inputs: the y-dlstance of the measured point above the nozzle is stated In pixels, and the region measured is centered 
about the lino through the Insert. The tube pressure varies in 2 psi Increments as the y-distanco varies from 21 pixels to 43 pixels. 
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55 PIXEL TEST SET 
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Figure 7.— Test inputs reduced to approximate line-sensor format. 


Shock Position^ pixels 



Pressure Increment psi 


Figure 8. — Result of calibration with 52 x 55 pixel inputs and binary outputs; solid line was measured; dots were network 
generated where small dots represent training inputs and large dots represent test inputs. 


Shock Position, pixels 



Pressure 


Increment 


Figure 9. — Result of calibration with 52 x 55 pixel inputs and analog outputs; solid line was measured; dots were 
network generated where small dots represent training inputs and large dots represent test inputs. 
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Shock Position, pixels 



Figure 1 0. — Result of calibration with 5 x 55 pixel simulated line inputs and binary outputs; solid line was measured; 
dots were network generated where small dots represent training inputs and large dots represent test inputs. 


Shock Position, pixels 



Pressure Increment psi 


Figure 1 1 . — Result of calibration with 5 x 55 pixel simulated line inputs and analog outputs; solid line was measured; 
dots were network generated where small dots represent training inputs and large dots represent test inputs. 
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Shock Position pixels 



Figure 1 2. — Calibration cis In Figure 9, but with shorter training period. Note that small dots representing training 
inputs do not all lie on the measured line as in previous figures. 
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